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Evaluation of the primary electronic calibration intervals of measuring instruments of 
information-measuring systems. Zhadnov V.

Deals with the calculation of the initial values of calibration intervals of measuring instruments. It is 
shown that for these devices the use of these techniques may lead to inadequate results. Alternatively, the 
proposed method based on the calculation of indicators of longevity and examples, confirming the possibility of 
its application in the design of information-measuring systems.
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